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Compact model comes with 

integrated pressure hoses 

Time to Recharge! 

Introducing Cloudboots – the game-changer for people seeking superior performance and enhanced 

recovery. Designed with cutting-edge technology, these compression boots are here to revolutionize your 

well-being journey. With each stride, experience improved blood circulation and minimized muscle 

soreness, enabling you to push your limits and stay on your feet longer, all without sacrificing comfort.  

Cloudboots are the perfect match for an active mover or fitness enthusiast, for someone who works a 

desk job, spends a lot of time on their feet, or for those in need of some extra relaxation.  

 

Cloud6 Compact  

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

Compressor, right leg 

Compressor, left leg 



  

Getting started 

1. Before first use, check the battery status by switching power switch on and try to hit start. If the 

pump won’t start, recharge the device with included USB-C chargers. 

 

2. Switch power on by pressing power buttons from each compressor. 

 

3. Start pairing compressors by pressing -/+ buttons simultaneously for more than 3 seconds. When 

you hear a beep sound, the connection indicator light will flash and compressors are paired to each 

other (steady light in left upper corner). 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

Substract key (support long or short press) Add key (support long or short press) 

Power button: long press longer than 3 seconds to turn on/off, short press to function gear switch 

Run / stop button 

mmHg indicator light. When on, shows the current pressure value setting. 

Reduce pressure Add pressure 

Program selector light. When on, move between programs by pressing -/+ 

 

 

 

Treatment time. When on, add or reduce time by pressing -/+ 

Connection indicator light. When on, compressors succesfully paired 

During the operation of the device, short press to switch between each function;  

- pressure (mmHg), programs (Mode), Treatment time (min) 



  

Programs 

P01) WARMUP Chamber 1 is inflated to the set pressure, retains the air for a moment, and is 

then deflated. Chamber 2 will repeat chamber 1, and this process continues until chamber 6. 

After this there will be a brief interval and then the inflation process will be repeated. 

P02) LYMPHATIC MODE This program achieves a powerful drainage which maintains pressure 

from the foot and upwards until deflation. Chamber 1 is inflated to the set pressure. Pressure is 

retained; chamber 2 is inflated to the set pressure, retaining pressure. This process is repeated 

till all 6 chambers are inflated. Finally all chambers are simultaneously deflated, and next 

inflation will be repeated. 

P03) PULSE PROGRAM Chamber 1 is inflated to the set pressure, 4 pulsations while retaining 

pressure. Next Chamber 2 is inflated, pulsation while retaining the pressure of chamber 1. 

Chamber 3 is inflated, pulsating while pressure in both 1 and 2 is retained. Next the pressure of 

chamber 1 is released while chamber 4 is inflated. This way, there will always be 3 inflated 

chambers at a time – right up to chamber 6, whereupon the process is repeated. 

P04) FULL SQUEEZE Chambers 1 – 6 are simultaneously inflated to the set pressure, and then 

simultaneously deflated. The programme is resumed after a brief interval. 

P05) DOUBLE CHAMBER Chamber 1 is inflated, retaining pressure; chamber 2 is inflated, 

retaining pressure. While chamber 1 is deflated, chamber 3 will be inflated. Thus, this 2-

chamber process will be repeated till chamber 6 – the pressure is therefore less intense, and 

the foot will remain free. 

P06) TRIPLE CHAMBER As compared with programme P05, this programme is firmer, althought 

less intense than programme P02, and the foot will remain free half the time. Chamber 1 is 

inflated, retaining pressure. Next chambers 2 and 3 are inflated and pressure retained. The 

pressure of chamber 1 is released while chamber 4 is inflated. This way, this triple chamber 

process will be repeated till chamber 6. 

 



  

Product information 

Package includes: Cloud6 Compact device, backbag, USB-C chargers, user manual 

• CE approved  yes 

• Adjustable pressure:  30-180mmHg / 16 levels 

• Amount of chambers:  6 

• Lithium battery:  11,1V / 2900mAh 

• Charger:   USB-C 
• Charger input:  220-240V; 50/60Hz 

• Power consumption:  25W 

Restrictions 
 

Many different patient groups may benefit from air-compression treatment. The characteristic of many 

disorders is that they are not experienced the same way by all patients, just as symptoms may vary. For 

this reason, we have no unequivocal picture of how, and to which extent, air compression will help the 

individual patient. 

In this connection, it is important to mention that the Cloudboots product is no medical equipment, but 

rather an assistive device. We therefore recommend that, in the event of serious illness, you consult 

your attending physician prior to taking the products into use. 

Contra indications: 

• Coronary thrombosis (do not use the first 12 weeks after) 

• Hemophilia 

• Large outpouching of the main coronary artery 

• Aggressive infections 

• Infectious skin diseases (such as erysipelas 

• Ongoing chemotherapy 

• Acute groin hernia 

Caution: 

• Pregnancy 

• Reduced renal function 

• Large varicose veins 

• patients with a pacemaker 

Attentions and warnings 

• Do not use water or any other liquids to wash machine. Just wipe it with a dry cloth 
• You can clean the boots with damp cloth 
• Use the equipment for massage only 
• Do not put boots near the sharp things 
• Keep in a dry and warm place. Do not alter to frost! 
• Protect product from direct sunlight to avoid discoloring 
• Never leave the machine in the charger after it has been fully charged. This will detract from the 

lifetime of the battery. 



 

      

 

If you have any questions about our products, check our website for FAQ or contact  

support@cloudboots.eu or ville@cloudboots.fi 
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